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Abstract: 
We report on the implementation of an algorithm-based spectrometer capable of reconstructing the spectral 
shape of materials in the mid-wave infrared (MWIR) and long-wave infrared (LWIR) wavelengths using only 
experimental photocurrent measurements from quantum dot infrared photodetectors (QDIPs). The theory and 
implementation of the algorithm will be described, followed by an investigation into this algorithmic 
spectrometer's performance. Compared to the QDIPs utilized in an earlier implementation, the ones used here 
have highly varying spectral shapes and four spectral peaks across the MWIR and LWIR wavelengths. It has been 
found that the spectrometer is capable of reconstructing broad spectral features of a range of bandpass infrared 
filters between wavelengths of 4 and 12 as well as identifying absorption features as narrow as 0.3 in the IR 
spectrum of a polyethylene sheet. 
SECTION I. Introduction 
Multispectral and hyperspectral imaging in the mid-wave infrared (MWIR) and long-wave infrared (LWIR) 
regions has attracted much interest due to a wide range of applications in areas such as advanced 
reconnaissance, chemical sensing, and atmospheric pollutant gas monitoring. Presently, multispectral imagers 
use optical filter wheels to filter radiation incident on a wideband IR detector [1]. The filters require cooling to 
prevent additional IR emission, which makes these systems operationally costly as well as bulky. Hyperspectral 
imagers use dispersive scanning optics to diffract the IR radiation and also use a wideband panchromatic 
detector [2], [3]. These moving parts make the system less reliable, bulkier, and costlier than purely electronic 
imagers. To achieve multicolor detection, a multijunction cadmium mercury telluride (CdHgTe) detector, with 
varying Cd compositions, has been adopted [4]. A similar approach to grow quantum well infrared 
photodetectors (QWIPs) with four spectral bands has also been demonstrated [5]. Achieving a high number of 
wavelength bands using this approach is difficult. 
A novel flexible imaging technique has been proposed [6] as an alternative to these technologies. An algorithm 
combines the responses of a number of spectrally different detectors or a range of varied responses from a 
single detector using predetermined weighting factors to calculate the incident radiation as a function of 
wavelength across a specified wavelength range. Since this algorithmic spectrometer system can be 
preprogrammed with a specific spectral resolution and IR wavelength range, it can be highly flexible, and 
additionally, the absence of any optical filters or scanning optics makes the system potentially compact, cheap, 
and reliable. If the algorithmic spectrometer can operate with a single type of detector—one with a varying 
spectral response—the effective pixel area on 2-D multispectral focal plane arrays (FPA) can be increased 
without decreasing the spatial resolution of the FPA or altering the optical dimensions. 
A number of detectors are in use in the MWIR and LWIR wavelength range. The well-established narrow-
bandgap CdHgTe based detectors can detect a wide IR wavelength region [7], however, this range is usually 
fixed, meaning that a number of different structures would be required. QWIPs can be designed to exhibit a 
voltage-tunable spectral response [5]. However, the wavelength range covered is usually small and hence is not 
ideal for the system described above, although in principle different QW designs can be adopted to yield the 
desired spectral characteristics. By incorporating quantum dots in QWs, dot-in-a-well (DWELL) quantum dot 
infrared photodetectors (QDIPs) can be designed to exhibit a spectral response that can be tuned across a wide 
wavelength range [8], [9], as well as providing normal-incidence detection. The spectral response of these 
detectors will vary as a function of the bias voltage applied across the detector, allowing one QDIP to effectively 
act as several separate detectors with differing spectral responses. 
Sakoğlu et al. [6] have shown that the varying spectral response of DWELL QDIPs can be combined with the 
algorithmic spectrometer technique for multispectral or hyperspectral imaging. They reported that the 
spectrometer was able to reconstruct the smooth spectral shape of blackbody radiation using theoretically 
estimated photocurrents. The algorithm has since been extended to include a signal-to-noise ratio (SNR) term to 
increase the spectrometer's robustness to photocurrent measurement noise [10]. Recently, the algorithmic 
spectrometer has been used successfully to reconstruct the spectra of bandpass filters in the LWIR region from 
experimental photocurrent measurements [11]. 
Previous demonstrations of the algorithmic spectrometer have used QDIPs with spectral responses that have 
not been ideal for this purpose. In this paper, we will demonstrate the implementation of the spectrometer 
using more suitable QDIPs with highly variable spectral responses covering a broad IR wavelength range for 
imaging in both MWIR and LWIR regions. The technique will be demonstrated at 77 K, whereas previously most 
accurate reconstructions have been achieved at 30 K. We have been able to use this technique to capture 
narrow spectral features as well as the broad envelope of incident radiation over a wavelength range that is 
twice as great as previously achieved. Section II reviews the algorithmic spectrometer technique in more detail 
and Section IIIdetails the structure and characteristics of the QDIPs used. Section IV presents the results 
obtained using the algorithmic spectrometer. 
SECTION II. Algorithmic Spectrometer Theory 
The algorithmic spectrometer theory is described fully elsewhere [10], hence only an overview of the system will 
be provided here with the process detailed in Fig. 1. The spectrometer works on the principle that by summing 
the weighted spectral responses from any given number of bias voltages for a single QDIP, any desired arbitrary 
spectral shape can be approximated. For hyperspectral or multispectral imaging purposes, this spectral shape 
can take the form of a bandpass filter [with the triangular shape illustrated in Fig. 1(b), for example], thereby 
allowing a number of potentially wideband intrinsic responses from the detectors [as shown in Fig. 1(a)] to be 
combined to form an approximated narrowband response [as shown in Fig. 1(d) and (e)]. 
 
Fig. 1. Flow chart describing algorithmic spectrometer process. (a) Intrinsic QDIP responses at various applied 
bias voltages. (b) Desired arbitrary spectral shape—a narrow triangular bandpass filter. (c) Weighted intrinsic 
QDIP responses formed from multiplying the intrinsic QDIP responses by the associated weighting factors. (d) 
Sum of weighted intrinsic QDIP responses approximating the desired triangular bandpass filter. (e) 
Approximations of desired triangular bandpass filters with different center wavelengths. (f) Photocurrent 
measurement setup. (g) Final reconstruction of incident unfiltered blackbody radiation. 
 
The algorithm approximates a desired spectral shape with an optimized least mean square error (MSE) fit by 
calculating a set of weighting factors with each weighting factor corresponding to the spectral response at a 
specific bias voltage 
𝒘𝒘 = (𝑨𝑨𝑇𝑇𝑨𝑨+ 𝚽𝚽)−1𝑨𝑨𝑇𝑇𝑅𝑅 (1) 
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The weighting factors are calculated using (1), where 𝑤𝑤 is the weight vector corresponding to the set of 
weighting factors at each bias voltage (for measurements at 𝑀𝑀 bias voltages a set of 
weights  𝑤𝑤1,𝑤𝑤2, … ,𝑤𝑤𝑉𝑉  will exist), 𝑨𝑨 is the matrix formed by the intrinsic QDIP responsivities as a function of 
wavelength and applied bias voltage as shown in (2), and 𝑹𝑹 is the desired arbitrary spectral shape as a function 
of wavelength shown in (3). The SNR term 𝚽𝚽 is described below, for ideal noiseless measurements it is a zero 
matrix. 
In the reconstructions presented in this paper, 𝑹𝑹 takes the form of a narrow triangular bandpass filter since it 
was found that the algorithmic spectrometer could produce better fits to this shape in an MSE sense when 
compared to the fits to the Gaussian or rectangular filter shapes which were assayed. The size of 𝑨𝑨 is equal 
to 𝑉𝑉 × 𝜆𝜆, where 𝑉𝑉 is the number of bias voltages used by the spectrometer in the reconstruction and 𝜆𝜆 is the 
number of discreet responsivity readings in the wavelength range for both the intrinsic QDIP responsivities and 
the desired narrow triangular bandpass filters. The size of 𝑨𝑨 varies from 4×1001 to 31×1001 in this paper. 
Equation (1) can be calculated for any number of desired narrow triangular bandpass filters with different center 
wavelengths across the wavelength range of interest, each filter having its own specific set of weighting factors, 
thus providing the spectroscopy measurement capability. 
Photocurrent measurements can then be made when the device is exposed to radiation from an object of 
interest. The incident power per unit area per unit wavelength at a specific wavelength 𝜆𝜆𝑐𝑐 can be approximated 
by taking a predetermined set of weights for the bandpass filter with center wavelength 𝜆𝜆𝑐𝑐 and summing the 
products of the photocurrent at each bias voltage and the corresponding weighting factor at that bias voltage. 
This is shown in (4), where 𝐼𝐼𝑉𝑉1, … , 𝐼𝐼𝑉𝑉𝑉𝑉  is the photocurrent at a specific bias voltage, 𝑤𝑤𝑉𝑉𝑉𝑉,𝜆𝜆𝑐𝑐  is the weight for a 
specific bias voltage and center wavelength, and 𝐷𝐷𝑐𝑐  relates the sum of the weighted photocurrents to the 
reconstructed incident power and is equal to the peak responsivity of the desired bandpass filter multiplied by 
the full-width-at-half-maximum (FWHM) of the desired bandpass filter 
𝑃𝑃𝐶𝐶 =
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The SNR term 𝚽𝚽 included in (1) can be incorporated into the algorithm to decrease the spectrometer's 
sensitivity to noise in the photocurrent measurements [10] arising from the equipment, background, and the 
detector. This has the effect of reducing the magnitude of the weighting factors and therefore reducing the 
accumulation of noise in the summation. 
It is also possible to include a regularization term in the algorithm to avoid any spurious fluctuations in the 
resultant approximated spectra generally originating from the intrinsic QDIP spectra [10]. However, the QDIPs 
used here had strong intrinsic spectral responses which did not exhibit these fluctuations, and it was therefore 
found that including the regularization term did not yield a significant improvement to the bandpass filter 
approximations and the resultant spectral reconstructions. 
SECTION III. QDIPs 
The structure of the two QDIPs used by the spectrometer in this paper is shown in Fig. 2. Either 40 or 80 DWELL 
stacks were grown between two Si-doped (2 × 1018cm−3)n+ GaAs regions. Each DWELL stack consisted of 
QDs grown using 2.0 monolayers of InAs with Si doping concentration of 1.4 × 1011cm−2, giving approximately 
1 electron/dot. The QDs are grown within a 20 ÅIn0.15Ga0.85As well (10 Å above the dot and 10 Å below), which 
in turn is situated in a 108.5 Å GaAs well (68.5 Å and 40 Å below). The DWELL regions were separated by 
500 ÅAl0.1Ga0.9As barriers. The wafers were fabricated using standard GaAs wet chemical processing 
techniques into circular mesa diodes with diameters of 200 and 400 μm and packaged using standard TO5 
headers. 
 
Fig. 2. Structure of the QDIPs used to evaluate the algorithmic spectrometer theory. 
Dark current measurements were undertaken on both QDIPs at temperatures from 20 to 290 K as reported in 
other works [12], [13]. Fig. 3 shows that the dark current was constant between the two devices at a specific 
temperature and mean electric field (calculated by dividing the applied bias voltage by the intrinsic region 
width). Two important observations can be made from these results. First, no degradation in the dark current 
was observed with growth of up to 80 DWELL stacks indicating highly uniform growth of the QD layers and the 
absence of strain accumulation in these devices. Second, the desired operating voltage can be obtained by 
selecting the appropriate number of DWELL stacks. 
 
Fig. 3. Dark current at 77 K as a function of mean electric field for the 40-stack (black dotted line) and 80-stack 
(red dashed line) QDIPs. 
Responsivity and noise current measurements at 77 K were used to calculate the detectivity 𝐷𝐷∗ in these devices, 
as shown in Fig. 4. 𝐷𝐷∗ is effectively constant between the two QDIPs for a given mean electric field confirming 
the highly uniform growth. The high 𝐷𝐷∗ exhibited is important since it enables the algorithmic spectrometer to 
image with a narrow spectral resolution using larger weighting factors, allowing narrow spectral features to be 
reconstructed and imaging at a higher temperature than previously achieved. 
 
Fig. 4. D∗ at 77 K as a function of mean electric field for the 40-stack (open circles) and 80-stack (red triangles) 
QDIPs. 
The QDIP's spectral response was measured at 77 K using a Varian 7000 Fourier transform infrared 
spectrometer. It was found that the spectral response at any given mean electric field was identical between the 
two QDIPs confirming the uniform growth for the two structures. 
Fig. 5 shows that the spectral response in the 80-stack QDIP varies significantly across the bias voltage range. 
The peak absorption wavelength was found to shift from 5.5 μmat −2V to 10 μm at +24V. It is this spectral 
diversity that makes these QDIPs ideally suited for use with the algorithmic spectrometer. Note that significantly 
higher applied bias voltages are possible in our QDIPs compared to those used in previous 
works [6], [10], [11] due to the thick intrinsic regions of 5.08 and 2.56 μm for the 80- and 40-stack QDIPs, 
respectively. 
 
Fig. 5. Normalized spectral response at 77 K for the 80-stack QDIP at applied bias voltages of −18V(solid 
line), −2V (dotted line), +10V (dashed line), and +24V (dot-dashed line). 
Fig. 6(a) shows that this spectral variation can be exploited by the algorithm to give excellent approximations to 
desired triangular bandpass filters with peak wavelengths ranging from 12.0 to 4.0 μm and an FWHM of 
0.5 μm. A total of 31 different intrinsic spectral responses at bias voltages ranging from −29.5 to +28V were 
used in these approximations, with the resultant fits suitable to be used in reconstructing spectra with ideal 
noiseless photocurrent measurements. Note that the fitting is strongest between 5 and 10 μm—where the 
QDIP's responsivity is also strongest. Where the QDIP's responsivity is weaker—above 10 μm and below 5 μm—
the approximations degrade in quality slightly but are still clearly identifiable. The noise floor in the 
reconstructed responsivities is due to the incomplete removal of responses outside the approximated filters' 
wavelengths. Fig. 6(b) shows that, if the number of spectra used in the approximation is reduced, then the MSE 
in the approximation increases although this is offset by a decrease in the time required to capture a single 
hyperspectral or multispectral image due to the reduced number of photocurrent measurements required. 
Therefore, it is important to optimize the algorithm to determine the smallest number of measurements 
required to yield a satisfactory reconstruction of the desired spectral shape, as discussed in more detail 
in Section IV. 
 
Fig. 6. (a) Triangular bandpass filter approximations (solid color lines) with FWHM of 0.5 μm formed from 31 
QDIP spectra with center wavelengths ranging from 4.0 to 12.0 μm shown against the desired triangular 
bandpass filters (dashed black lines). (b) Fitting to a desired triangular bandpass filter with an FWHM of 
0.5 μm and a center wavelength of 8.4 μm (dashed black line) using intrinsic QDIP spectra from 1 (red dotted 
line), 2 (green long dashed line), 4 (yellow short dashed line), 6 (blue dot-dashed line), and 31 (pink solid line) 
bias voltages. 
SECTION IV. Algorithmic Spectrometer Evaluation 
We will first examine the performance of the algorithmic spectrometer in the LWIR region. The algorithmic 
spectrometer was used to reconstruct an LWIR bandpass filter with cut-off wavelengths of 7.1 and 9.7 μm. The 
filter was placed between a blackbody source at a temperature of 800řC and the QDIP to form the spectrum 
shown in Fig. 7. Photocurrent measurements were taken using the QDIP with 80 DWELL stacks at 31 different 
bias voltages from −29.5 to +28V. 
 
Fig. 7. LWIR filter spectrum (solid black line) reconstructed with 31 bias voltages (open circles) or 4 bias voltages 
(red triangles) and using triangular bandpass filters with FWHM of 0.5 μm. 
It was found that the spectrometer could easily reconstruct the LWIR filter spectrum. Fig. 7 shows that the 
algorithmic spectrometer is able to reconstruct the filter characteristics using 31 bias voltages and triangular 
bandpass filters with an FWHM of 0.5 μm. Further analysis shows that excellent reconstructions can be 
achieved using as few as four bias voltages, allowing a very short radiation capture time. This is due to the 
strong intrinsic response of the QDIPs in the 7–10 μm range. The discrepancy around 8–9 μm is caused by 
errors in accurately approximating the triangular bandpass filters. Note that the MSE of these filters is higher 
than those depicted in Fig. 6(a) since in this case the algorithm has been made robust to photocurrent 
measurement noise. Although this SNR in the measured photocurrent is accounted for in the calculations of the 
weighting factors, this results in a higher error in the reconstruction of the target spectrum compared to an ideal 
reconstruction using theoretical noiseless photocurrent measurements due to the overestimation of the 
triangular filters in the 8–9 μm range. The discrepancy could be reduced by improving the SNR in the 
photocurrent measurements, thereby allowing more accurate bandpass filter approximations. 
Selecting the optimum combination and number of bias voltages is dependent on the variation of the QDIP's 
spectral response across the wavelength range. When the number of bias voltages selected (out of the possible 
31) is greater than 3, it is prohibitively time consuming to test the spectrometer with each combination due to 
the large number of combinations. For instance, if the spectrometer selects any 4 bias voltages out of a possible 
31, then there are over 31 000 different combinations, and if any 6 biases are chosen, there 
are ∼730000 combinations. A detailed analysis of the optimal number and selection of bias voltages is outside 
the scope of this paper, however, our trials have shown that an accurate reconstruction across the wavelength 
range depends on two major factors. First, it is essential that the combined intrinsic QDIP responses are strong 
across the wavelength range to be reconstructed, if areas of the spectrum are only covered by weak responses, 
the reconstruction will also be weak in this area due to a poor approximation of the desired filters at this 
wavelength. Second, the intrinsic responses must vary in shape across the bias range to allow the algorithm 
many opportunities to fit to the desired filters. Therefore, the reconstructions achieved in this paper have used a 
set of bias voltages which have intrinsic QDIP spectra that cover the wavelength range of interest and have a 
roughly uniform variation in spectral shape from one bias voltage to the next. 
Three further LWIR filters were used to demonstrate the versatility of the algorithmic spectrometer, as shown 
in Fig. 8. In these examples, 31 bias voltages from the QDIP with 80 stacks were used, with photocurrents 
calculated from the product of the QDIP's responsivity and the incident radiation. The three bandpass filters had 
cut-off wavelengths of 8.2–11.8, 8.5–10.2, and 10.0–11.5 μm. In reconstructing these spectra, the spectrometer 
has shown that it is capable of accurate reconstructions at wavelengths where the intrinsic response of the QDIP 
is relatively weak. The small oscillations away from the main peaks in the LWIR filter reconstructions are caused 
by small errors in the desired filter approximations associated with these wavelengths. These errors occur at 
wavelengths where incident radiation is present, causing the algorithm to attribute this incident radiation to 
wavelengths were it is not present. 
 
Fig. 8. Three LWIR bandpass filter spectra (solid black lines) reconstructed using 31 bias voltages and triangular 
bandpass filters with FWHM of 0.5 μm (red open circles). 
The filters presented relatively simple spectra for the algorithmic spectrometer to reconstruct. A more stringent 
test using a polyethylene sheet was used to evaluate the spectrometer performance in the MWIR region. 
Polyethylene has a relatively strong transmission in the MWIR, where the intrinsic response of the QDIP is weak, 
and has a number of narrow spectral absorption features. It follows that a polyethylene sheet can be used to: 1) 
examine the algorithmic spectrometer performance in the MWIR, and 2) test the algorithmic spectrometer's 
capability in reconstructing narrow spectral features. 
The photocurrent measurements were recorded with the polyethylene sheet placed between the QDIP and a 
blackbody source at a temperature of 800°C, and the resultant incident spectra are shown in Fig. 9. The 40 
DWELL stack QDIP was used in order to reduce the operating voltage, and measurements were taken at 27 bias 
voltages from −14 to +13V. 
 
Fig. 9. Polyethylene sheet spectrum (black solid line) reconstructed with the algorithmic spectrometer using 27 
bias voltages and a triangular band pass filter FWHM of 0.5 μm (red dashed line) or 0.25 μm (blue dotted line). 
Inset is enlarged around the absorption feature at 5.8 μm. 
Results of using 27 bias voltages and triangular bandpass filters with an FWHM of 0.5 μm are shown in Fig. 9. 
The absorption features at 8 and 5.8 μm are clearly indicated, and the spectrometer gives a reasonably accurate 
reconstruction of the envelope of the power density. 
Since the absorption feature at 5.8 μm has a narrower width (0.3μm) than the triangular bandpass filter's 
FWHM (0.5μm), it is challenging to capture it correctly. If the FWHM of the triangular bandpass filters is 
reduced, it is possible to improve the reconstruction of narrow features. Fig. 9 also shows the polyethylene 
reconstruction using triangular bandpass filters with an FWHM of 0.25 μm. The 5.8 μm feature is now more 
pronounced in the reconstruction. Reducing the FWHM of the bandpass filters below 0.25 μm does not produce 
any further improvements in the reconstruction due to the poor approximation to very narrow bandpass filters. 
This is due to the need for larger weighting factors for approximations with very narrow FWHM, which leads to 
an increase in the cumulative effect of measurement noise. 
An attempt to minimize the number of bias voltages required to reconstruct the polyethylene spectrum was 
carried out. When the number of bias voltages is reduced to 14, the measurement time required to reconstruct 
the spectrum was approximately halved, and Fig. 10 shows that the quality of the reconstruction does not 
degrade. Since the 14 bias voltages can still cover the QDIP's intrinsic spectral shapes and peaks, the 
narrowband filter approximations do not alter significantly, allowing the polyethylene spectrum to be 
reconstructed with a similar accuracy as with 27 biases. Reducing the number of bias voltages further gradually 
causes some of the QDIP's intrinsic spectral shapes to be lost and the resultant reconstruction degrades 
accordingly. However, our results show that the algorithm-based spectrometer is a promising approach toward 
achieving a highly adaptable IR sensor. 
 
Fig. 10. Polyethylene sheet spectrum (black solid line) reconstructed with the algorithmic spectrometer using 
triangular bandpass filters with FWHM of 0.25 μm and using 27 bias voltages (blue dotted line) or 14 bias 
voltages (green dashed line). 
Further improvements to the reconstruction are possible if the SNR can be increased. This will allow the narrow 
bandpass filters to be better approximated since, as the spectrometer does not need to be as robust to 
measurement noise, larger weighting factors may be used [10]. Decreasing the QDIP's operating temperature 
reduces the dark current and noise current and is therefore one way to achieve further improvement in the 
spectral reconstruction. 
SECTION V. Conclusion 
The algorithmic spectrometer reported in [10] has been demonstrated at higher temperatures than previously 
reported using QDIPs with spectral responses that vary significantly with applied bias voltage. Spectrometer 
testing showed that it was capable of reconstructing broad features in the 4–12 μm region using few bias 
voltages, thus allowing for a short radiation capture time. At present, determining the minimum number of bias 
voltage to use as well as the combination of these measurements is not trivial. This paper suggested that 
selecting the spectral responses which differ significantly in spectral shape and together cover a large 
wavelength range will provide the best set of data to be used during the reconstruction. It has been possible to 
capture spectral features as narrow as 0.3 μm using the desired triangular bandpass filters with an FWHM of a 
similar magnitude. Although the QDIPs used at present have operating voltages that are too high for FPA 
integration, they would be ideal for single-pixel applications. Furthermore, it should be possible to reduce the 
intrinsic width of the QDIPs to give an FPA suitable detector. Extensive testing and evaluation will ensure that an 
application-specific optimal system can reconstruct unknown targets within the shortest possible capture time 
over the specified wavelength range required and with the specified spectral resolution, and will allow the 
spectrometer reconstruction accuracy to be quantified. While we have achieved encouraging results using a 
fairly simple algorithm, further developments including improvements the QDIP designs with wider spectral 
tunability and improvements to the algorithm could lead to a new class of multi/hyperspectral imaging-on-the-
chip capability. 
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